Use of continuous resistive material for fringe field elimination in a cylindrical mirror analyzer.
The use of a continuous carbon-impregnated epoxy resistive material is investigated for the elimination of fringe fields in a cylindrical-mirror photoelectron energy analyzer. This fringe correction approach permits close coupling between the source inlet and the analyzer slits.